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Change #1
On page 2-4, under Current Conditioning, replace the last sentence with the
following:

F1 protects the mA circuitry; F2 protects the 10A circuitry.

Change #2
On page 4-5, Table 4-1, change MP14,

From: 659786
To: 659128


