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Change #1 
 On page 13, add the following to the Temperature, Thermocouples table: 

Type Range Measure ans Source 
Accuracies (ITS-90) 

XK -200 to 800 °C -200 to -100 ± 0.5 °C 
-100 to 800 ± 0.6 °C 

BP 0 to 2500 °C 0 to 800 ± 1.2 °C 
800 to 2500 ± 2.5 °C 

 


