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Change #1 
On  page 8, under General Specifications, Product Complaince, change the following: 

From:  P        ( II 1 G EEx ia [ia] IIB 171 °C        
0344   KEMA 04ATEX1303X       
 
)       Class I Div. 1 Groups B,C, and D 

LR110460   Class I Zone 0 Aex/Ex ia [ia] IIB 171 °C 
2004.1573226  

 

To:       P        ( II 1 G EEx ia IIB 171 °C        
0344  KEMA 04ATEX1303       

 
)      Class I Div. 1 Groups B,C, and D 
LR110460  Class I Zone 0 Aex/Ex ia IIB 171 °C 
2004.1573226        

 

  


