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This supplement contains information necessary to ensure the accuracy of
the above manual. Enter the corrections in the manual if either one of the
following conditions exist:

1. The revision letter stamped on the indicated PCA is equal to or higher
than that given with each change.

2. No revision letter is indicated at the beginning of the change.
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Change #1
On page 5-5, replace Figure 5-1 with the following:
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CONNECTION:

1.  UUT 10V HI TO 845AB INPUT

2.  REF 732B 10V HI TO 845AB COMMON

3.  UUT 10V LO TO REF 732B LO

4.  CHASSIS TO GUARD AND TO 10V 

     COM @ REF 732B

5.  NO CABLE SHIELD CONNECTION TO 

     845AB GUARD

6.  845AB GUARD TO 845AB COMMON

7.  REF 732B GUARD TO REF 732B 

     CABLE SHIELD

8.  UUT 732B GUARD TO UUT 732B 

     CABLE SHIELD 

9.  REF 732B CABLE SHIELD TO UUT 

     732B CABLE SHIELD
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Figure 5-1. 10V Output Calibration Connections


