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Change #1
On page 7, Table 1, add the following after the Sensor (read only) row:

(Temperature) Sensor (read/write) • • 

On page 10, under Sensor, change the first sentence and add a new paragraph as follows:

Change: From the Active Device screen press the Setup and Sensor softkeys to access the read
only Sensor Setup screen.

To: From the Active Device screen press the Setup and Sensor softkeys to access the Sensor
Setup screen.

Add: You can also program the Sensor Type and Sensor Connection registers in a supported
temperature transmitter using this screen. (Screen examples do not reflect Temperature
device menu items.)


