
Manual Supplement

© 2000 Fluke Corporation. All rights reserved. Printed in the U.S.A.

Manual Title: 80 Series III Service Supplement Issue: 1
Part Number: 688645 Issue Date: 12/00
Print Date: April 1998 Page Count: 1
Revision/Date: 1, 11/99

This supplement contains information necessary to ensure the accuracy of
the above manual. Enter the corrections in the manual if either one of the
following conditions exist:

1. The revision letter stamped on the indicated PCA is equal to or higher
than that given with each change.

2. No revision letter is indicated at the beginning of the change.
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Change #1
On page 17, under Testing the Frequency Sensitivity and Trigger Level replace steps 4,
5, and 7 with the following, and delete step 8.

4. Put the Meter in the 4 V dc range, and press F.

5. Apply the input from steps 2 and 3 of Table 6, and compare the reading on the Meter
display with the display reading in Table 6.

7. Apply the input for steps 4 and 5 of Table 6, and compare the reading on the Meter
display with the display reading in Table 6.

Change #2
On page 25, change the F2 part numbers,

From: 943118

To: 803293


