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Change #1 
On page 1-8, under Relative Humidity (non-condensing), replace Operating with the 
following: 

Operating................................................ Uncontrolled (< 10°C) 
<90 % (10 °C to 28 °C) 
<75 % (28 °C to 40 °C) 
<45 % (40 °C to 50 °C) 

 


