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Supplement

Title: T2 Instruction Sheet Supplement Issue: 2
Print Date:July 1997 Rev. 2, 4/99 Issue Date: 2/01

Change #1
Add the following information under the Read First: Safety
Information section:

W Warning

Replace batteries annually. Failure to follow
recommended battery replacement procedures
can result in inaccurate and unsafe operating
conditions.

Change #2
Under the Warning, change the sixth bullet to the
following:

• Before and after use, when measuring
hazardous voltage, verify the tester’s
operation by measuring a known voltage.
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