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Rev. 20140812 
 

 
Note: 
The purpose of this document is to provide an overview of important changes that could affect a majority 
of customers. If you have any concerns about a specific issue, contact your local Agilent representative. 

 
Revision A.01.02   … Initial Release  
 
Revision A.01.03   … Released August 2014 

Bug fixes: Crystal measurement data is different from 4294A. 
 


