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6612C-05  

S    E    R    V    I    C    E                N    O    T    E    
      Supersedes: 

NONE   

 
 
6612C DC System DC Power Supply 
 
Serial Numbers:  GB37460676 / GB37460751 
 
 
Low Range Current Measurement is out of Spec 
 
 
Parts Required:  
P/N Description Qty. 
   
NONE 
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Situation: 
The low current range current shunt in the final test set went out of tolerance, therefore the units which 
passed through the test set were miss calibrated. 
 
 
Solution/Action: 
Follow the section in the User’s Guide to calibrate the Low-Range Current Measurement portion of 
the instrument. 

    
 
 
 
  


