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6671A-07  

S    E    R    V    I    C    E                N    O    T    E    
      Supersedes: 

None   

 
 
6671A System DC Power Supply  
 
Serial Numbers:  0000A-00000 / 3145A-00233 
 
Chassis Replacement Requires New Keypad PCA 
 
 
Parts Required:  
P/N                           Description Qty. 
   
5060-3396             Service Kit (Keypad PCA)       1 
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Situation: 
The ESD post’s location on the front chassis housing has been moved. The new ESD post location will 
interfere, and not fit correctly with the old front panel keypad board PCA. 
When replacing the chassis on older instruments within the given serial number range, you must also 
replace the keypad board PCA.   
 
 
Solution/Action: 
A new Keypad board PCA must be used with the new chassis p/n 5060-3385 
(Old Chassis p/n 5060-3334).   
Use service kit p/n 5060-3396, which includes installation instructions, a tested keypad PCA, a cable, 
and screws. 

 
    
 
 
 
  


