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E7404A-07
S    E    R    V    I    C    E                N    O    T    E

Supersedes:
None

E7404A 13.2 GHz EMC Analyzer

Serial Numbers:  US39110101 / US99999999

Instruments within this serial range that have firmware revision A.02.00 will fail
frequency response performance tests, AC coupled, at 100 kHz center
frequency.

To Be Performed By:  Agilent-Qualified Personnel or Customer

Parts Required:
P/N Description Qty.
Firmware upgrade, which can be obtained three different ways:
1) Order as an E740XBU option UE2.
2) Download the latest instrument firmware from the customer viewable website at:

http://www.agilent.com/find/emc
3)  Download the latest instrument firmware from our internal service website at:
http://mktwww.soco.agilent.com/field/service/emc/E7400A/firmware/index.html
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Situation:
Firmware versions with A.02.00 do not apply the frequency response corrections while in AC coupled
mode.

Solution/Action:
Upgrade the instrument firmware in order to get the test to pass.


