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SA2600 Option EP1 Software Upgrade Kit
This document explains how to upgrade the SA2600 Spectrum Analyzer to
support the Option EP1 DPX Enhancement feature.

Instruments
SA2600: all

Minimum Tools and Equipment List
Required tools and equipment Part number
Microsoft Windows-based PC with Web
access to download a 4.5 MB file

NA

Tektronix SA2600 Spectrum Analyzer
instrument

SA2600

10 MB or greater USB flash drive or
CompactFlash memory card with PCMCIA
adapter

NA

Kit Parts List
Quantity Part number Description
1 ea. 075-0985-XX KIT INSTRUCTION; SOFTWARE OPTION

UPGRADE, SA2600 OPTION EP1
1 ea. UPGRADE LABEL SHEET (NEW OPTION KEY)
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SA2600 Option EP1 Software Upgrade Kit

Install the Option Software
1. Open your preferred browser and go to www.tektronix.com/software.

2. Enter SA2600 in the Search by keyword field and click Go.

3. Click the SA2600 Software Upgrade Archive File link. If there are multiple
versions listed, select the link whose description has the most recent release
date or the highest version number.

4. On the Software Upgrade Archive File page, click Download File and save
the file to your PC.

5. On the PC, unzip the ZIP file. The ZIP archive file contains a readme file
and an ARQ file.

6. Open the readme file and follow the instructions on how to copy the ARQ file
to the memory device and install the software upgrade on your instrument.

7. When the software upgrade installation is complete, remove and discard
the existing Software Option Key label (that contains the software key
number/letter sequence) from the back of the instrument (on the back of the
battery compartment).

NOTE. Do not remove the name/serial number/barcode label that is on the bottom
of the instrument.

8. Remove the new Software Option Key label from the label sheet and place
it on the back of the instrument, where the original label was positioned (on
the back of the battery compartment).

9. Discard the label sheet.

Verify the Option Software
1. Start the SA2600 application.

2. Tap Tools > Upgrade Software Options.

3. Verify that Option EP1 is listed and the check box is checked. If Option EP1
is not listed, repeat the upgrade procedure. If Option EP1 is not listed after the
second upgrade attempt, contact a Tektronix Customer support representative.

4. Tap Cancel to close the dialog box.

• End of document •
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